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Introduction

Persistence of bacterial pathogens results in long-term host colonization, which can be silent or symptomatic [START_REF] Grant | Persistent bacterial infections, antibiotic tolerance, and the oxidative stress response[END_REF][START_REF] Bakkeren | Salmonella persisters promote the spread of antibiotic resistance plasmids in the gut[END_REF]. Persistent infections are also typically recalcitrant to treatment, due to diverse bacterial drug-escape mechanisms, with consequences for morbidity and mortality [START_REF] Van Den Bergh | Formation, physiology, ecology, evolution and clinical importance of bacterial persisters[END_REF][START_REF] Balaban | Definitions and guidelines for research on antibiotic persistence[END_REF][START_REF] Kaldalu | In vitro studies of persister cells[END_REF]. Not surprisingly, pathogens responsible for persistent infections have been often implicated in drug resistance, and populate the priority list of antibiotic-resistant pathogens [START_REF] Tacconelli | Discovery, research, and development of new antibiotics: the WHO priority list of antibiotic-resistant bacteria and tuberculosis[END_REF]. Drug resistance results from spontaneous mutations, which are primarily associated with drug-target modification, drug inactivation or decreased membrane permeability, causing an increase in the minimum inhibitory concentration (MIC); conversely, drug persistence is a transient phenotypic change that is not genetically inherited, and does not cause MIC change at the population level [START_REF] Balaban | Definitions and guidelines for research on antibiotic persistence[END_REF]. Drug persistence is insidious and can result from several host and pathogen factors, such as: drug absorption, distribution, metabolism and elimination [START_REF] Sarathy | Extreme drug tolerance of Mycobacterium tuberculosis in caseum[END_REF][START_REF] Ordonez | Dynamic imaging in patients with tuberculosis reveals heterogeneous drug exposures in pulmonary lesions[END_REF][START_REF] Cicchese | Both pharmacokinetic variability and granuloma heterogeneity impact the ability of the first-line antibiotics to sterilize tuberculosis granulomas[END_REF]; drug-refractory barriers built by bacterial populations, growing in the form of cellular aggregates or organized communities [START_REF] Van Den Bergh | Formation, physiology, ecology, evolution and clinical importance of bacterial persisters[END_REF][START_REF] Jo | Gradients and consequences of heterogeneity in biofilms[END_REF]; and phenotypic variation, an inherent feature of any clonal cell population that increases during adverse conditions. This phenotypic diversification is likely to enhance the adaptive potential of the bacterial population, contributing to drug-escape mechanisms and ultimately altering the efficacy of drugs [START_REF] Dhar | Phenotypic heterogeneity in Mycobacterium tuberculosis[END_REF][START_REF] Larrouy-Maumus | Cell-envelope remodeling as a determinant of phenotypic antibacterial tolerance in Mycobacterium tuberculosis[END_REF][START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF][START_REF] Levien | The interplay of phenotypic variability and fitness in finite microbial populations[END_REF][START_REF] Mishra | Heterogeneous host-pathogen encounters coordinate antibiotic resilience in Mycobacterium tuberculosis[END_REF][START_REF] Eisenreich | Persistence of intracellular bacterial pathogens-With a focus on the metabolic perspective[END_REF][START_REF] Baquero | Proximate and ultimate causes of the bactericidal action of antibiotics[END_REF]. Drug persisters can be thought of as phenotypic variants within a clonal population that endure drug cidality, despite being genetically indistinguishable from drugsusceptible bacteria. Drug persistence is commonly regarded as a specific subset of drug tolerance, leading to a slowdown in the rate of drug-dependent killing, with no change in the MIC, often but not always associated with decreased growth rate [START_REF] Balaban | Definitions and guidelines for research on antibiotic persistence[END_REF][START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF][START_REF] Lopatkin | Bacterial metabolic state more accurately predicts antibiotic lethality than growth rate[END_REF][START_REF] Moreno-Gámez | Wide lag time distributions break a trade-off between reproduction and survival in bacteria[END_REF]. A few studies have also begun to demonstrate a relationship between drug tolerance and resistance [START_REF] Levin-Reisman | Antibiotic tolerance facilitates the evolution of resistance[END_REF][START_REF] Sebastian | De novo emergence of genetically resistant mutants of Mycobacterium tuberculosis from the persistence phase cells formed against antituberculosis drugs in vitro[END_REF][START_REF] Levin-Reisman | Epistasis between antibiotic tolerance, persistence, and resistance mutations[END_REF][START_REF] Windels | Bacterial persistence promotes the evolution of antibiotic resistance by increasing survival and mutation rates[END_REF][START_REF] Sulaiman | Proteomic investigation of tolerant Escherichia coli populations from cyclic antibiotic treatment[END_REF][START_REF] Liu | Effect of tolerance on the evolution of antibiotic resistance under drug combinations[END_REF], implying that hampering drug tolerance mechanisms might prevent the onset of drug resistance.

Mycobacterium tuberculosis is the epitome of a persistent pathogen, and tuberculosis treatment is exceptionally protracted, due to both pharmacokinetic (PK) and pharmacodynamic (PD) limitations [START_REF] Cicchese | Both pharmacokinetic variability and granuloma heterogeneity impact the ability of the first-line antibiotics to sterilize tuberculosis granulomas[END_REF][START_REF] Davies | Pharmacologic considerations in use and development of antituberculosis drugs[END_REF]. In particular, the tubercular pathogen occupies host niches that are refractory to drugs, where it exhibits marked growth and metabolic variation, which is associated with drug persistence [START_REF] Sarathy | Extreme drug tolerance of Mycobacterium tuberculosis in caseum[END_REF][START_REF] Ordonez | Dynamic imaging in patients with tuberculosis reveals heterogeneous drug exposures in pulmonary lesions[END_REF][START_REF] Dhar | Phenotypic heterogeneity in Mycobacterium tuberculosis[END_REF][START_REF] Mishra | Heterogeneous host-pathogen encounters coordinate antibiotic resilience in Mycobacterium tuberculosis[END_REF]. Although non-growing bacilli are enriched with drug persisters [START_REF] Grant | Persistent bacterial infections, antibiotic tolerance, and the oxidative stress response[END_REF][START_REF] Bakkeren | Salmonella persisters promote the spread of antibiotic resistance plasmids in the gut[END_REF][START_REF] Van Den Bergh | Formation, physiology, ecology, evolution and clinical importance of bacterial persisters[END_REF][START_REF] Balaban | Definitions and guidelines for research on antibiotic persistence[END_REF][START_REF] Kaldalu | In vitro studies of persister cells[END_REF], phenotypic drug-tolerance is a more complex phenomenon, contingent on variation in different cellular processes, and reported also in replicating cells [START_REF] Van Den Bergh | Formation, physiology, ecology, evolution and clinical importance of bacterial persisters[END_REF][START_REF] Dhar | Phenotypic heterogeneity in Mycobacterium tuberculosis[END_REF][START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF][START_REF] Sakatos | Posttranslational modification of a histone-like protein regulates phenotypic resistance to isoniazid in mycobacteria[END_REF]. Understanding of this phenomenon is still incomplete, mostly due to indirect investigative approaches, and this undermines preclinical drug discovery and optimization. Conventional dose-response relationship studies of drug efficacy depend on the readout used to determine the impact of drugs on pathogen fitness [START_REF] Davies | Pharmacologic considerations in use and development of antituberculosis drugs[END_REF][START_REF] Chua | Combatting the rising tide of antimicrobial resistance: Pharmacokinetic/Pharmacodynamic dosing strategies for maximal precision[END_REF]. These approaches primarily rely on the determination of colony-forming units and of other viability parameters under static environmental conditions, inherently overlooking minor subpopulations involved in persistence [START_REF] Clewe | A model-based analysis identifies differences in phenotypic resistance between in vitro and in vivo: implications for translational medicine within tuberculosis[END_REF][START_REF] Fleischmann | How to evaluate non-growing cells-Current strategies for determining antimicrobial resistance of VBNC bacteria[END_REF]. In an effort to capture drug persistence, a few bulk-cell assays have been introduced [START_REF] Huemer | Antibiotic resistance and persistence-Implications for human health and treatment perspectives[END_REF]. For instance, drug-dependent killing kinetics that show a biphasic pattern with a reduction in the minimum duration of killing, and growth resumption of colonies following disk-diffusion test are both suggestive of persistence. Although valuable, these approaches are limited and retrospective, especially for slow-growing pathogens such as M. tuberculosis, where the long time required for colony formation is likely to bring inferential and inaccurate results. As a consequence, preclinical in-vitro characterization of anti-tubercular drugs has seldom been a good predictor of sterilizing activity in humans, especially against drug-persistent subpopulations [START_REF] Davies | Pharmacologic considerations in use and development of antituberculosis drugs[END_REF][START_REF] Oh | Tuberculosis drug discovery: A decade of hit assessment for defined targets[END_REF]. Given the complexity of bacterial drug-evasion mechanisms and their implication in therapeutic failures, preclinical study of drug efficacy requires the integration of cuttingedge approaches, which examine the PK-PD properties at higher spatial and temporal resolution, providing direct insights into the single-cell responses to drugs. Improved understanding of the dynamics of formation of drug-recalcitrant subpopulations would support decision making on the ranking of clinically relevant drugs, and provide more robust information to guide the transition from preclinical evaluation to clinical implementation [START_REF] Tiberi | Tuberculosis: progress and advances in development of new drugs, treatment regimens, and host-directed therapies[END_REF].

Over the past two decades, nano-and micro-technologies, such as lithography, molding and device packaging, have proven their utility in biotechnology and biomedical fields [START_REF] Sackmann | The present and future role of microfluidics in biomedical research[END_REF][START_REF] Duncombe | Microfluidics: reframing biological enquiry[END_REF]. The development of microfluidics-based microsystems in conjunction with time-resolved fluorescence microscopy of live cells has made it possible to quantitatively access the complexity and dynamics of microbial populations under tight environmental control with unprecedented accuracy [START_REF] Golchin | A microfluidic system for long-term timelapse microscopy studies of mycobacteria[END_REF][START_REF] Wakamoto | Dynamic persistence of antibiotic-stressed mycobacteria[END_REF][START_REF] Long | Measuring bacterial adaptation dynamics at the single-cell level using a microfluidic chemostat and time-lapse fluorescence microscopy[END_REF][START_REF] Okumus | Mechanical slowing-down of cytoplasmic diffusion allows in vivo counting of proteins in individual cells[END_REF][START_REF] Bamford | Investigating the physiology of viable but non-culturable bacteria by microfluidics and time-lapse microscopy[END_REF][START_REF] Kaganovitch | Microbial single-cell analysis in picoliter-sized batch cultivation chambers[END_REF][START_REF] Sanfilippo | Microfluidic-based transcriptomics reveal force-independent bacterial rheosensing[END_REF][START_REF] Bakshi | Tracking bacterial lineages in complex and dynamic environments with applications for growth control and persistence[END_REF][START_REF] Manina | Single-cell analysis of mycobacteria using microfluidics and time-lapse microscopy[END_REF][START_REF] Wang | Development of single-cell-level microfluidic technology for long-term growth visualization of living cultures of Mycobacterium smegmatis[END_REF]. The transition from bulk-scale analysis of non-adherent cell suspensions to two-dimensional tracking of individual cells over time at the micrometric scale required enclosure systems compatible with cell size, growth, viability, changing environment and imaging. To this aim, several microfluidic systems based on different operating principles have been introduced, typically made of micropatterned polydimethylsiloxane (PDMS) and glass [START_REF] Potvin-Trottier | Microfluidics and single-cell microscopy to study stochastic processes in bacteria[END_REF][START_REF] Scheler | Recent developments of microfluidics as a tool for biotechnology and microbiology[END_REF]. The most popular examples are the mother machine and its derivative microfluidic chemostats [START_REF] Wang | Robust Growth of Escherichia coli[END_REF][START_REF] Long | Measuring bacterial adaptation dynamics at the single-cell level using a microfluidic chemostat and time-lapse fluorescence microscopy[END_REF]. They consist of a series of narrow PDMS microchannels, whereby single progenitor cells give rise to successive generations that can be monitored until they flow into perpendicular channels, which function as both nutrient source and exit. Other PDMS-glass devices consist of growth microchannels or microchambers, of diverse shape and size, which are interconnected in fluidic networks [START_REF] Sanfilippo | Microfluidic-based transcriptomics reveal force-independent bacterial rheosensing[END_REF][START_REF] Wang | Development of single-cell-level microfluidic technology for long-term growth visualization of living cultures of Mycobacterium smegmatis[END_REF][START_REF] Changou | Arginine starvation-associated atypical cellular death involves mitochondrial dysfunction, nuclear DNA leakage, and chromatin autophagy[END_REF][START_REF] Hansen | High-throughput microfluidics to control and measure signaling dynamics in single yeast cells[END_REF]. While these systems are relatively functional for large adherent cells, bacterial cells find room to move, leading to three-dimensional growth and making cell tracking unstable over time. To overcome these limitations, other systems were developed to force monolayer growth, either by embedding bacteria within hydrocolloid layers, or by applying gentle mechanical compression, and providing nutrients from PDMS microchannels, which are separated from the bacterial monolayer by semipermeable membranes [START_REF] Golchin | A microfluidic system for long-term timelapse microscopy studies of mycobacteria[END_REF][START_REF] Wakamoto | Dynamic persistence of antibiotic-stressed mycobacteria[END_REF][START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF]. Although these systems provide superior resolution and more stable two-dimensional growth over time, the growth areas cannot be easily multiplied nor can they be sealed independently, making these systems useless for multicondition applications. Another way to confine cells is based on the use of pneumatic valves, originally created to regulate fluids, by opening and closing multilayer networks of microchannels [START_REF] Melin | Microfluidic large-scale integration: The evolution of design rules for biological automation[END_REF]. Although easy to control, valve-based microsystems operate at very high pressures, which are appropriate for highresolution imaging of intracellular compartments, but are not compatible with long-term cell viability [START_REF] Okumus | Mechanical slowing-down of cytoplasmic diffusion allows in vivo counting of proteins in individual cells[END_REF]. On the other hand, valve arrays controlled by pneumatic channels were also used to create large dome-shaped microchambers suitable either for imaging large adherent cells or for enzymatic assays on single bacterial lysates [START_REF] Kim | A programmable microfluidic cell array for combinatorial drug screening[END_REF][START_REF] Stratz | On-Chip Enzyme Quantification of Single Escherichia coli Bacteria by Immunoassay-based Analysis[END_REF]. A separate category of microfluidic devices, compatible not only with cell survival and molecular analysis but also with high throughput assays, is the one based on hydrolipidic droplets [START_REF] Lareau | Droplet-based combinatorial indexing for massive-scale single-cell chromatin accessibility[END_REF][START_REF] Tomasi | Individual control and quantification of 3D spheroids in a high-density microfluidic droplet array[END_REF]. Droplet-based microfluidics are being used to trap different cell types, which grow in the form of aggregates. This growth configuration impairs single-cell resolution, and requires the acquisition of several image stacks, causing phototoxicity and challenging image-analysis workflows. In summary, although several microsystems have been introduced to probe single cells, there is yet no system that stably traps very small microorganisms under separate environmental conditions, preserving their viability during prolonged periods of observation by microscopy.

Here, we report the development of a prototype microfluidic system consisting of multiple micropatterned PDMS layers bonded to glass, where an array of independent culture chambers is combined with a classical dilution tree [START_REF] Wang | Concentration gradient generation methods based on microfluidic systems[END_REF]. The peculiarity of this platform lies in its fundamental unit, which is a microchamber that traps cells through an unconventional hydro-pneumatic mechanism, allowing them to grow as a monolayer, receiving nutrients by active diffusion from the periphery of the cell-growth area. Our system is compatible with time-resolved imaging of single bacterial cells and microcolonies on a single focal plane, thus reducing phototoxicity. Furthermore, thanks to the multiplication of its fundamental unit and the integration of a double-input dilution tree, we achieve the formation of a concentration gradient, which simultaneously reaches separate chambers. The whole system is driven by a multi-channel pressure controller, allowing constant adjustment of either pressure or flow in the functional layers of the microfluidic device. With this platform, we carried out long-term imaging of both fast-and slow-growing mycobacterial cells, notably establishing a procedure compatible with biosafety level 3 (BSL3) containment. In this work, we also demonstrate the use of our system for dynamic dose-response relationship studies, by simulating PK parameters in vitro. As a proof of concept, we analyzed the relationship between concentration and effect of a relevant antitubercular drug over time, at the subpopulation and single-cell level. We found that moxifloxacin impacts mycobacterial growth in a dose-and time-dependent manner, and that clonal cells exhibit heterogeneous responses at the same drug concentration. Furthermore, while inhibition of the target occurred at higher drug concentrations, for concentrations close to the MIC the target was upregulated. We speculate that this may trigger adaptive mechanisms, leading to persistence in a fraction of the population.

We expect our microsystem to ultimately provide superior single-cell PK-PD data, which will better correlate with in-vivo efficacy. This will allow for improved predictions of drug activity against persistent subpopulations, which are challenging to eradicate, thus enhancing the control of infections.

Results

Construction of a microfluidic culture chamber for time-lapse imaging of bacterial cells

We conceived an unconventional microfluidic cell-culture chamber (Fig. 1A), inspired by micromechanical push-down valves [START_REF] Melin | Microfluidic large-scale integration: The evolution of design rules for biological automation[END_REF], but surpassing their standards of fabrication. In particular, we designed a hydro-pneumatic microfluidic valve composed of two main PDMS layers, covalently bonded to a glass coverslip. Both the upper and the lower layer, referred to as control layer (CL) and flow layer (FL), respectively, are micropatterned with circular chambers of 1-mm diameter that are superimposed. On each layer the chambers are crossed by 300-µm wide microchannels, which are perpendicular to each other (Fig. 1A). The total height of the CL is 8 mm and the height of its micropatterned structures is 200 µm. The total height of the FL is 50 µm and the height of its micropatterned structures is about 30 µm, with a flexible PDMS top layer of about 20 µm, also referred to as membrane, whose controlled movement constitutes the operating principle of our culture chamber (Fig. 1B).

The top and bottom layers serve different but complementary functions. On the one hand, the CL is filled with water and closed at one end. By using a flow controller to fine-tune the pressure inside the CL, the PDMS membrane is lowered until it contacts the underlying glass coverslip. Lowering of the membrane creates a contact zone between PDMS and glass, suitable for microbial cell containment and two-dimensional growth (Fig. 1B). Using water instead of air to actuate the CL improves the imaging quality, since the refractive indexes of water and PDMS are similar. On the other hand, the FL is continuously perfused with growth medium, providing nutrients to the cells trapped between the PDMS membrane and the glass coverslip. Importantly, the CL is composed of a standard (1:5) ratio between PDMS crosslinker and pre-polymer, as opposed to the FL, composed of a (1:20) ratio, in order to bond the two layers by migration of the crosslinking agent [START_REF] Unger | Monolithic microfabricated valves and pumps by multilayer soft lithography[END_REF]. In addition, we found that treating the FL with oxygen plasma improves the penetration of liquid culture medium (see also Materials and Methods), due to increased hydrophilicity [START_REF] Tan | Oxygen plasma treatment for reducing hydrophobicity of a sealed polydimethylsiloxane microchannel[END_REF].

We fabricated a first microsystem prototype, by arraying eight culture chambers in a row, fed by a common flow and controlled by a single CL, laid out perpendicular to the FL (Fig. S1A). To prevent accumulation of debris in the FL and clogging of the system, we also integrated PDMS pillars of 100and 20-µm diameter at the inlet port of the FL. To test the membrane motion, we perfused the FL with a solution of fluorescein isothiocyanate (FITC) at a constant rate of 150 µL/h, measured at the outlet, bringing the membrane to a convex position relative to the coverslip. Next, we applied a gradient of pressures to the CL, and acquired sequential images of the chamber at increasing pressure steps of one mbar per image (Fig. 1C). By measuring the fluorescence profile along the membrane diameter, we found that movement of the membrane from convex, to flat, to concave, is associated with a decrease in fluorescence (Fig. 1D and movie S1). Starting from the point of maximum convexity of the membrane, an increment of 5 mbar was sufficient to flatten the membrane, and a further increment of 20 mbar generated a contact zone of approximately 250 µm in diameter (Figs. 1D andS1B). This contact area is sufficiently large to visualize the growth of several bacterial microcolonies, and leaves sufficient room for lateral flow of growth medium. The unusual aspect ratio between diameter and height of the lower microchamber (33 : 1), over three fold above the manufacturing standards typically used to prevent collapse of microstructures [START_REF] Melin | Microfluidic large-scale integration: The evolution of design rules for biological automation[END_REF], enabled us to use actuation pressures in the CL more than one order of magnitude lower than those used in conventional micromechanical valves [START_REF] Thorsen | Microfluidic large-scale integration[END_REF]. Our ability to work at low pressure in the CL was likely to be beneficial to cellular viability.

Next, we used the FL to load a suspension of Mycobacterium smegmatis cells, a non-pathogenic tuberculosis model that duplicates in vitro approximately every 3 hours. To identify the best culture conditions, we tested different combinations of pressure and flow rate in the CL and in the FL, and measured the doubling time of microcolonies within the two-dimensional growth area (Fig. 1E). We found that several combinations are compatible with bacterial survival and normal doubling time. However, a drastic decrease of flow rate in the FL impaired bacterial growth. This was likely due to decreased nutrients influx and possibly to excessive pressure exerted on the cells from the CL. Based on these results, we were able to choose the operating conditions of the device that are most compatible with mycobacterial growth, namely, high flow rate in the FL (150 µL/h) and moderate pressure in the CL (30 mbar). Under these conditions, we not only measured similar generation times between separate microfluidic culture chambers (Fig. 1F), implying good reproducibility across the system, but also found that mycobacterial growth was comparable to that obtained with our former single-condition microfluidic device, which is based on a different working principle [START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF][START_REF] Manina | Single-cell analysis of mycobacteria using microfluidics and time-lapse microscopy[END_REF]. In addition, we calculated that the growth rate of microcolonies was independent of their location in the chamber (Figs. 1G andS1B), suggesting homogeneous growth throughout the two-dimensional growth area.

In conclusion, we constructed a modular microfluidic culture chamber based on a hydropneumatic mechanism. We also proved that this device can trap live bacterial cells, and can be used to monitor their two-dimensional growth.

Evolution of the microfluidic culture chamber into a multi-condition platform

To increase the versatility of our microfluidic culture chamber, we arrayed twenty of them, generating five separate groups of four microchambers (Fig. 2A, Data S1), and we connected each group to the outlet branch of a classic microfluidic dilution tree [START_REF] Wang | Concentration gradient generation methods based on microfluidic systems[END_REF][START_REF] Jeon | Generation of solution and surface gradients using microfluidic systems[END_REF][START_REF] Lin | Generation of dynamic temporal and spatial concentration gradients using microfluidic devices[END_REF]. In this configuration, the CL consists of a straight microchannel that widens in correspondence of each microchamber, ensuring the same pneumatic mechanism of the single functional unit (Fig. 1). The resulting five-condition platform is supervised by a computer-driven multichannel flow-controller. The first channel regulates a tripartite tubing, by applying pressure into three separate bottles, containing either culture medium alone or the highest concentration of the molecule to be tested dissolved in culture medium (Figs. 2A andS2A). In addition, a bidirectional switch valve is placed downstream of two bottles to switch between conditions. The second channel regulates a water supply for the actuation of the CL. The third channel is connected to a sealed waste receptacle, and used to maintain a stable flow rate inside the FL, in association with a flowmeter placed downstream of the outlet port (Fig. 2A).

We tested whether the five-condition platform is suitable for monolayer growth of both fastgrowing M. smegmatis and slow-growing Mycobacterium tuberculosis. To this aim, we established a specific sequence of actions to prepare, assemble and load the different components of our platform, complying with the standards for BSL3 containment (Figs. S2A-C). The FL was loaded with the bacterial suspension from a secondary outlet tubing. Following a short period of incubation, the control layer was actuated to block bacterial cells between the PDMS membrane and the coverslip (Fig. S2B). After checking for leaks, the reservoir and waste bottles were connected to the device and to the flow controller, and the whole platform was mounted on the microscope stage (Figs. 2A, S2C, S3A and B). By carrying out time lapse microscopy (Figs 2B, 2C and S3B), we not only confirmed that both mycobacterial species grew at standard growth rate within different microchambers of the five-condition platform, but also proved its stability for long-term imaging (Figs. 2D andE).

Formation of different gradient patterns

To generate a gradient of concentrations in our five-condition platform (Fig. 2A), we inject two different solutions from the inlet ports, reaching two independent serpentine-shaped microchannels. The latter bifurcate into an outer serpentine, where the solutions remain at their original concentration, and an inner serpentine that acts as a mixer, where the incoming solutions are blended. Each of the three serpentines bifurcates, originating two outer serpentines and two mixers, which further bifurcate and give rise to the last dilution level with two outer serpentines and three inner mixers. The flow in the serpentines is the same at each dilution level, while the flow in the connecting sections at each bifurcation is greater towards the outside of the system and smaller towards the inside [START_REF] Jeon | Generation of solution and surface gradients using microfluidic systems[END_REF]. The concentration gradient resulting from this network structure is linear. From the last dilution level, the solutions flow into five separate clusters (C1 to C5) of four microchambers each. Finally, each group of chambers is connected to the same outlet port, aiming to maximize flow stability in the whole microsystem. We illustrate the operation of our platform by sequential mixing of dyes (Fig. 3A).

We quantified the gradient by injecting a solution of FITC dissolved into 7H9 medium into the first inlet port, and non-fluorescent 7H9 medium into the second inlet port (Fig. S4A). At steady state, the measured gradient minimally differed from the theoretical expectations [START_REF] Jeon | Generation of solution and surface gradients using microfluidic systems[END_REF], in that the FITC solution was undiluted in C1, diluted to about 72% in C2, 48% in C3, 25% in C4, and was absent in C5 (Figs. 3B andS4A). Aiming to mimic a typical PK profile (Fig. S4B), we also generated pulse-shaped FITC gradients (Fig. 3C), whose concentrations at peak differed from those obtained with static gradients. In particular, the FITC solution at the time of maximum concentration was undiluted in C1, diluted to about 82% in C2, 54% in C3, 21% in C4, and was absent in C5. Static and dynamic gradients (Figs. 3B and3C) were produced by alternating the perfusion of non-fluorescent and fluorescent solutions for different time intervals, by means of a bidirectional switch valve. Interestingly, we could obtain pulsing PK-mimetic gradients only when capacitors were integrated upstream of the inlet ports (Figs. 2A andS2C). In summary, by integrating a dilution-tree network with our microfluidic culture chambers, we created a microfluidic platform suitable to titrate molecules over space and time.

Time-resolved imaging of M. smegmatis stressed with a pulsing gradient of moxifloxacin

To test the operation of our platform, we examined the effect of different drug concentrations on the growth rate of M. smegmatis. We focused on moxifloxacin, a fluoroquinolone drug targeting the type II topoisomerase DNA gyrase, and critical for antitubercular therapy against multidrug-resistant strains [START_REF] Tiberi | Tuberculosis: progress and advances in development of new drugs, treatment regimens, and host-directed therapies[END_REF]. To monitor the effect on the target, we generated a red fluorescent reporter of GyrA, by fusing the mCherry gene in frame with the gyrA chromosomal copy (Fig. S5A). We seeded log-phase cells of M. smegmatis GyrA-mCherry reporter inside the 5-condition platform (Fig. 2A). First, we grew the bacteria under constant perfusion of fresh 7H9 growth medium for six hours (about two generation times), next we injected moxifloxacin from one inlet port to generate a pulsing gradient, and finally we switched back to drug-free medium (Fig. 4A and movie S2). To mimic the PK profile of moxifloxacin (62), we empirically formed the gradient, producing a positively skewed injection pattern (Figs. 4B and S4B), and scaling its duration to the generation time of M. smegmatis. At one end of the device we left a group of chambers without drug to monitor the normal growth, and at the opposite end we tested the highest drug concentration (250 ng/ml; 5X-MIC), reaching the peak of the pulse about one and a half hour after injection (Fig. 4B). The concentrations of moxifloxacin present in the three middle groups of microchambers were estimated from the dilution factors measured by fluorescence (Fig. 3C).

We implemented a semi-automated microcolony analysis workflow (Fig. S5B, Data S2-S7), enabling us to measure size and fluorescence of several microcolonies per condition, for the entire duration of the experiment (Figs. 4C andD). While in the absence of moxifloxacin bacteria exhibited exponential growth, we measured a significant and progressive decrease of microcolony size at increasing concentrations of drug, and a rapid growth arrest at the highest concentration (Fig. 4C). Compared to untreated cells, we observed significant target inhibition at the highest concentration of moxifloxacin, and target induction at lower concentrations (Fig. 4D), with implications for the induction of DNA damage response mechanisms [START_REF] Iacobino | Moxifloxacin activates the SOS response in Mycobacterium tuberculosis in a dose-and time-dependent manner[END_REF] and possible consequences for the onset of mutations. During the first six hours of drug exposure, we did not measure significant changes in growth rate among microcolonies growing in the absence or presence of different drug concentrations, whereas the growth rate started to slow down significantly during the last six hours of drug exposure and continued to decrease during the recovery phase in the absence of drug (Fig. 4E). In addition, we observed marked heterogeneity in growth rate among clonal microcolonies exposed to the same drug concentration (Fig. 4E). Finally, we checked whether there was a correlation between growth rate and the PK parameters simulated in vitro (Figs. 4B andS4B). Interestingly, we measured an inverse relationship between the growth rate and both dose (R 2 = 89.8%) and time above the MIC (R 2 = 90.8%). In contrast, we found no significant correlation between the growth rate and the area under the curve (AUC) to MIC ratio (Fig. 4F).

To conclude, we applied our platform to analyze PD properties and PD-PK relationships at high cellular resolution in space and time, and found that moxifloxacin exerts its effect on M. smegmatis microcolonies in a dose-and time-dependent manner.

Single-cell dose-response assay in M. tuberculosis stressed with a static gradient of moxifloxacin

To test the stability of our platform for long-term imaging, we examined the effect of different concentrations of moxifloxacin against M. tuberculosis by multi-phasic time-lapse microscopy. We created the red fluorescent reporter strain of GyrA in M. tuberculosis (Fig. S6A), and further labeled it with a constitutively expressed green fluorescent protein (GFPcyt). While GyrA-mCherry provided information about the moxifloxacin target, the cytosolic marker helped us to identify individual bacilli and to recognize their loss of viability or lysis from gradual or abrupt fluorescence decrease, respectively. We first seeded log-phase GFPcyt_GyrA-mCherry bacilli inside the 5-condition platform, and grew them in fresh medium for almost four days (about four generation times). Next, we injected the maximum moxifloxacin concentration (250 ng/ml; 5X-MIC) from one inlet port to generate a stable gradient for two days, leaving the opposite end of the device devoid of drug. Finally, we switched back to drug-free medium for five days to monitor the recovery phase (Fig. S6B and movie S3). Also in this case, the concentrations of moxifloxacin present in the three middle groups of microchambers were estimated from the dilution factors previously measured by fluorescence (Fig. 3B).

To increase the analytical resolution, we quantified individual bacilli and their fate over time. In the absence of drug, the number of bacilli grew exponentially until they saturated the field of view, leading to a decrease of the division rate and making cell counting impractical (Fig. 5A). At increasing concentrations of moxifloxacin, M. tuberculosis cell number plateaued, and the rate of division decreased until it stopped (Fig. 5A). Interestingly, cells subjected to lower drug concentrations exhibited significant increase in size, consistent with induction of DNA damage response [START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF][START_REF] Iacobino | Moxifloxacin activates the SOS response in Mycobacterium tuberculosis in a dose-and time-dependent manner[END_REF]. Conversely, bacilli stressed with the highest concentration of moxifloxacin (250 ng/ml; 5X-MIC) underwent abrupt growth arrest without significant changes in their size (Fig. 5B). Overall, these results imply that small differences in drug concentrations, close to the MIC, could have important implications for the induction of adaptive stress responses in individual cells, and for the onset of drug resistance. As drug concentration increased, we also observed a progressive decrease in GFPcyt fluorescence, concurrent with an increase in GFPcytdim bacilli, suggestive of gradual loss of cell viability (Figs. 5C-E). In contrast, the presence of residual GFPcyt fluorescence in intact bacilli that do not grow may be attributed to a persistent-like state, which could eventually revert to active growth under appropriate conditions and in due time. Thus, in this experimental set-up, we regarded as survivors both cells that resumed growth after drug removal and those that retained weak GFPcyt signal in the absence of growth. The fraction of these viable cells decreased considerably starting from a dose of moxifloxacin equal to 2.4X-MIC, when GFPcyt-dim cells were prevailing but only a few cells lysed (Fig. 5F). We measured a half maximal inhibitory concentration (IC50) just below the MIC value, while the maximum drug efficacy was achieved at 2.4X-MIC (Fig. 5G). This was also consistent with the effect on the target, in that only cells treated with the lowest concentration (1.25X-MIC) exhibited an increase of GyrA-mCherry, consistent with induction of DNA damage response by fluoroquinolones [START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF][START_REF] Iacobino | Moxifloxacin activates the SOS response in Mycobacterium tuberculosis in a dose-and time-dependent manner[END_REF]. In contrast, GyrA-mCherry expression decreased at higher concentrations (Figs. 5H andS6C), implying dose-dependent inhibition.

Here, we report the first proof of concept of a dynamic dose-response microfluidic assay with a slow-growing and clinically relevant pathogen. We proved the functionality of the platform for longterm microscopy in BSL3, and the ability to visualize diverse single-cell responses according to small changes in drug concentration. Understanding of these dynamics is crucial for predicting adaptive responses of the pathogen in vivo under fluctuating drug concentrations. In conclusion, our platform has the potential to improve preclinical characterization of drug efficacy and the understanding of the mechanism of action. This approach can complement conventional bulk assays, offering direct information on the dynamics of killing and survival of drug-evading cells, responsible for the loss of efficacy of antimicrobial agents.

Discussion

The ability of some pathogenic bacteria to tolerate prolonged exposure to antimicrobials can be conducive to antimicrobial resistance [START_REF] Levin-Reisman | Antibiotic tolerance facilitates the evolution of resistance[END_REF][START_REF] Sebastian | De novo emergence of genetically resistant mutants of Mycobacterium tuberculosis from the persistence phase cells formed against antituberculosis drugs in vitro[END_REF][START_REF] Levin-Reisman | Epistasis between antibiotic tolerance, persistence, and resistance mutations[END_REF][START_REF] Windels | Bacterial persistence promotes the evolution of antibiotic resistance by increasing survival and mutation rates[END_REF][START_REF] Sulaiman | Proteomic investigation of tolerant Escherichia coli populations from cyclic antibiotic treatment[END_REF][START_REF] Liu | Effect of tolerance on the evolution of antibiotic resistance under drug combinations[END_REF], and poses major limitations to the management of infections [START_REF] Grant | Persistent bacterial infections, antibiotic tolerance, and the oxidative stress response[END_REF][START_REF] Meylan | Targeting antibiotic tolerance, pathogen by pathogen[END_REF]. Although this phenomenon has been known for a long time [START_REF] Van Den Bergh | Formation, physiology, ecology, evolution and clinical importance of bacterial persisters[END_REF][START_REF] Balaban | Definitions and guidelines for research on antibiotic persistence[END_REF], direct identification and analysis of drug-persistent subpopulations are troublesome, hindering preclinical identification of drugs effective against them. As opposed to bulk-cell studies, spatiotemporal analysis of single bacterial cells cultured inside microfluidic devices offers insights into the dynamics of cellular responses to antimicrobial treatment, and the formation of drug-persistent cells [START_REF] Dhar | Phenotypic heterogeneity in Mycobacterium tuberculosis[END_REF][START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF][START_REF] Levin-Reisman | Antibiotic tolerance facilitates the evolution of resistance[END_REF][START_REF] Bamford | Investigating the physiology of viable but non-culturable bacteria by microfluidics and time-lapse microscopy[END_REF][START_REF] Bakshi | Tracking bacterial lineages in complex and dynamic environments with applications for growth control and persistence[END_REF]. Despite the potential of this approach, the challenge remains of how to scale single-condition devices to multicondition platforms, while preserving device stability, user control and long-term cell viability.

Here we report the construction of a modular microfluidic cell-culture chamber that operates on a hydro-pneumatic mechanism, and is characterized by a particularly high aspect ratio. By multiplying this functional unit and combining it with a double-entry microfluidic dilution system, we derived a 5condition microfluidic platform. The latter is composed of two inlets followed by a series of serpentine channels, which sequentially achieve titration of the incoming solutions across five independent groups of chambers. Time-resolved observation of these chambers by wide-field inverted microscopy allowed us to directly capture growth, mortality and survival rates of single mycobacterial cells before, during and after drug exposure. We tested the operation of our platform using both non-pathogenic and pathogenic mycobacterial species, which are particularly small, below 0.5 µm in thickness and between 1 and 6 µm in length, and have generation times ranging from 3 to 24 hours. Mycobacterial cells were cultured within a two-dimensional growth area, generated by gentle adhesion of a thin PDMS membrane on a coverslip. We probed single-cell growth relative to drug gradients, which were generated under diverse patterns of perfusion. Overall, this work reports the first proof of concept of a single-cell doseresponse assay for slow-growing bacterial cells, and demonstrates the ability of our platform to investigate PK-PD relationships at high spatial and temporal resolution. As opposed to bulk-cell methods that indirectly infer the presence of drug-persistent cells, our platform allows for direct detection of diverse single-cell fates over time, providing a technological advance in drug discovery.

Microfluidic devices used to trap, culture and image living cells are mostly made of micropatterned PDMS, which can be activated or functionalized on its surface, to generate irreversible chemical bonds with compatible materials, such as glass or other polymers [START_REF] Potvin-Trottier | Microfluidics and single-cell microscopy to study stochastic processes in bacteria[END_REF]. Typically, surface activation is obtained inside a vacuum chamber, by ionization of oxygen via an electric field that oscillates as a function of time. This so-called plasma treatment removes impurities and generates functional silanol groups, which make the surface hydrophilic, and covalently bind the same groups generated on other substrates [START_REF] Borók | PDMS bonding technologies for microfluidic applications: A review[END_REF]. To seal our platforms, we use this plasma treatment followed by manual alignment, in the absence of pressure from the control layer, aiming to prevent sticking of the PDMS membrane to the underlying glass. However, the current manufacturing process of our 5-condition platform has a success rate around 80%, primarily due to manual alignment errors between the different layers that constitute the device, and to patchy adhesion of the PDMS membrane to the glass surface in some growth microchambers. These limitations in the manufacturing of the platform can impair the stability of the system, and the delivery of nutrients to cells as well as their survival. Many variables are involved in the process of surface oxidation of PDMS, thereby producing inter-device variation, which is hard to predict.

By fine-tuning plasma dose, exposure time and pressure, the surface oxidation of PDMS can lead to local vitrification [START_REF] Nania | Frontal vitrification of PDMS using air plasma and consequences for surface wrinkling[END_REF]. Vitrification increases the stiffness of PDMS and leads to the formation of nanometer-sized wrinkles, which could not only prevent unintended bonding, but also improve the circulation of the nutrients within the 2D-growth area. Although PDMS vitrification holds promise for device optimization, evaluation of the conditions, functioning of the platform and cell viability remain to be tested. In order to make the manufacturing process increasingly reproducible, PDMS could also be blended with amphiphilic or hydrophilic additives [START_REF] Gökaltun | Simple surface modification of poly(dimethylsiloxane) via surface segregating smart polymers for biomicrofluidics[END_REF]. The resulting hybrid materials exhibit more-stable properties over time, and are less susceptible to non-specific adsorption of hydrophobic molecules, possibly improving the circulation of drug candidates. In alternative, fabrication based on photolithography and multilayer soft-lithography could be attempted using transparent and biocompatible plastic polymers and software-controlled multilevel microfabrication techniques, such as plastic injection molding and additive stereolithography [START_REF] Nielsen | 3D printed microfluidics[END_REF]. Irrespective of the manufacturing process, the modularity and inherent versatility of our platform make it suitable to structural modifications and upgrades. For instance, it could be scaled up by increasing the number of inlet ports, branches of the dilution tree and microchambers. However, any modification from the original design will require verifying device stability, gradient formation and homogeneous cell growth across microchambers from scratch.

Since our platform was designed to trap and monitor the behavior of very small bacterial cells, using a flexible PDMS membrane that exerts low pressure on cells, allows gases to permeate and nutrients to circulate, and limits shear stress, it will most likely be compatible with a broad spectrum of microbial cells, eukaryotic cells, organoids, and may be adaptable to more complex multicellular models [START_REF] Rossi | Progress and potential in organoid research[END_REF][START_REF] Jalili-Firoozinezhad | Modeling the human body on microfluidic chips[END_REF]. Additionally, the current platform allows us to combine experimental conditions in a virtually unlimited manner. For instance, nutrients, cell stimuli, flow dynamics, atmosphere and pressure can be combined and modified as a function of time, aiming to simulate different environmental micro-niches. In particular, to study the effect of drugs it is important to reproduce fundamental PK parameters [START_REF] Jalili-Firoozinezhad | Modeling the human body on microfluidic chips[END_REF]. Although at present our system does not include components of the immune response, we can create diverse drug exposure patterns, and quantify the dynamics of response of individual cells under clinically relevant infusion patterns. To this aim, target-controlled infusion software systems could be implemented, in conjunction with multiple inlet ports or multi-directional valves, aiming to fine-tune each fluidic input according to in-silico models inferred from human PK parameters [START_REF] Woodruff | Microfluidic Module for Real-Time Generation of Complex Multimolecule Temporal Concentration Profiles[END_REF][START_REF] Komen | Controlled pharmacokinetic anti-cancer drug concentration profiles lead to growth inhibition of colorectal cancer cells in a microfluidic device[END_REF][START_REF] Zhang | A microfluidic concentration gradient maker with tunable concentration profiles by changing feed flow rate ratios[END_REF].

In-vitro models enabling accurate PK-PD analysis with high predictive potential for the in-vivo phase are essential but limited. Chief among them is the so-called hollow fiber, a well-known dynamic macrosystem used for preclinical assessment of drug activity and selection of dosing strategies, also for antitubercular drugs [START_REF] Ernest | Development of new tuberculosis drugs: Translation to regimen composition for drug-sensitive and multidrug-resistant tuberculosis[END_REF][START_REF] Gumbo | Selection of a moxifloxacin dose that suppresses drug resistance in Mycobacterium tuberculosis, by use of an in vitro pharmacodynamic infection model and mathematical modeling[END_REF]. The hollow fiber is a cylindrical bioreactor controlled by peristaltic pumps, where the flow of nutrients and drugs reaches bacterial cells by diffusion through a series of semipermeable capillary fibers. Growth inhibition and recovery during fluctuating drug exposure, which mimics typical human PK profiles, are monitored by regular sampling and assessment of colony-forming units [START_REF] Gumbo | Selection of a moxifloxacin dose that suppresses drug resistance in Mycobacterium tuberculosis, by use of an in vitro pharmacodynamic infection model and mathematical modeling[END_REF][START_REF] Gumbo | Correlations between the hollow fiber model of tuberculosis and therapeutic events in tuberculosis patients: Learn and confirm[END_REF][START_REF] Kloprogge | Mimicking in-vivo exposures to drug combinations in-vitro: anti-tuberculosis drugs in lung lesions and the hollow fiber model of infection[END_REF]. As a consequence, the hollow-fiber system is inherently limited by the ability of colonies to resume growth on plate, and cannot detect cells that are non-growing but metabolically active and pose a risk for relapse [START_REF] Dhar | Phenotypic heterogeneity in Mycobacterium tuberculosis[END_REF]. Unlike the hollow fiber, our microsystem can determine PD parameters such as division and killing rates at the single-cell and microcolony level, and correlate them with critical PK parameters, also providing real-time insights into bactericidal versus bacteriostatic activity and risk of relapse for individual cells. Additionally, several drug doses can be tested simultaneously, surpassing the throughput of standard microfluidic systems [START_REF] Potvin-Trottier | Microfluidics and single-cell microscopy to study stochastic processes in bacteria[END_REF][START_REF] Scheler | Recent developments of microfluidics as a tool for biotechnology and microbiology[END_REF]. Finally, using appropriate fluorescent reporters, we can also monitor the dynamics of induction and repression of the drug target as a function of drug dose and exposure time. The analysis presented here reveals not only heterogeneous responses to the same drug concentrations in individual cells, but also how small changes in drug concentration can impact the population dynamics, conceivably triggering survival mechanisms that might be conducive to drug resistance [START_REF] Levin-Reisman | Antibiotic tolerance facilitates the evolution of resistance[END_REF][START_REF] Sebastian | De novo emergence of genetically resistant mutants of Mycobacterium tuberculosis from the persistence phase cells formed against antituberculosis drugs in vitro[END_REF][START_REF] Levin-Reisman | Epistasis between antibiotic tolerance, persistence, and resistance mutations[END_REF][START_REF] Windels | Bacterial persistence promotes the evolution of antibiotic resistance by increasing survival and mutation rates[END_REF][START_REF] Sulaiman | Proteomic investigation of tolerant Escherichia coli populations from cyclic antibiotic treatment[END_REF][START_REF] Liu | Effect of tolerance on the evolution of antibiotic resistance under drug combinations[END_REF].

Because effective antimicrobials are inexorably running out, posing one of the biggest challenges of the 21 st Century (6), we urgently need new tools to help us better understand how drugs work and how best to use them. Our platform will prove useful as a dynamic single-cell PK-PD in-vitro model, to clarify the activity of antimicrobials and how certain bacterial cells escape treatment. Furthermore, the integration of single-cell PD datasets with clinical ones, through mathematical modeling and simulations [START_REF] Martinecz | Estimating treatment prolongation for persistent infections[END_REF][START_REF] Clewe | A model-based analysis identifies differences in phenotypic resistance between in vitro and in vivo: implications for translational medicine within tuberculosis[END_REF], might also help to better predict in-vivo efficacy. We ultimately hope that our work will contribute to the establishment of more robust drug-development pipelines, aiming to prevent disease relapse and to improve cure rates in patients.

Materials and Methods

Experimental Design

The aim of this study was to build a scalable microfluidic culture chamber suitable for imaging twodimensional growth of bacterial microcolonies for long periods of time, and to develop and characterize a multi-condition microfluidic platform starting from this functional unit. We also aimed to validate the operation of the platform by implementing the first proof of concept of a single-cell dose-response assay with the tubercular pathogen under BSL3 containment.

Bacterial strains and growth conditions

Plasmids cloning, sequencing and amplification steps were carried out in Escherichia coli TOP10 strains, grown at 37 °C under shaking conditions in LB medium containing the appropriate selective antibiotic: 100 µg/mL ampicillin; 50 µg/mL kanamycin; 100 µg/mL hygromycin. All mycobacterial strains were cultured at 37 °C under shaking conditions in Middlebrook 7H9 broth enriched with 0.5% BSA, 0.5% glycerol, 0.2% glucose, 0.085% NaCl, and 0.05% Tween-80. Middlebrook 7H10 agar plates were supplemented with 10% OADC and 0.5% glycerol. Mycobacterial transformants were selected on 20 µg/mL kanamycin, or a combination of 15 µg/mL kanamycin and 50 µg/mL hygromycin. For the construction of GyrA-mCherry fluorescent reporters, second recombination events were selected on Middlebrook 7H10 containing 5% sucrose for M. smegmatis or 2.5% sucrose for M. tuberculosis. Bacterial stocks were prepared by adding 15% glycerol into late exponential-phase cultures (OD600nm 1.0) obtained from single colonies, frozen at -80 °C, and used only once to start primary cultures (1:100 dilution). For final assays, primary cultures were grown up to mid-log phase (OD600nm 0.5-0.8) and used to inoculate final secondary cultures (OD600nm 0.025 dilution) until mid-log phase. For strains carrying chromosomal integrative plasmids, the selective antibiotic was maintained in both primary and secondary cultures, but removed during microscopy experiments.

Strains construction

Translational fluorescent reporter strains were generated using a stable mCherry variant. An oligopeptide linker was used to fuse GyrA and mCherry, so as not to affect the folding of the native protein. Plasmids used for cloning were checked by sequencing and final constructs were confirmed by restriction enzyme profiling. Stable GFP variant under the control of a constitutive promoter was inserted into the L5 phage integration site [START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF]. Mycobacteria were transformed by electroporation. Fluorescent reporters of M. smegmatis gyrA (MSMEG_0006) and M. tuberculosis gyrA (rv0006) were obtained by two events of homologous recombination, using the suicide vector pJG1100 [START_REF] Manina | Preexisting variation in DNA damage response predicts the fate of single mycobacteria under stress[END_REF]. In particular, the mCherry open reading frame was inserted into the gyrA chromosomal locus just upstream the stop codon of gyrA via an oligonucleotide sequence, generating C-terminus translational reporters. Amplicons of about 600 bp, upstream and downstream the chromosomal insertion site, were ligated to mCherry using compatible restriction sites, and cloned into pJG1100. After electroporation, the first recombination event was selected on antibiotics, while the second recombination event was selected on sucrose, and both events were confirmed by PCR analysis of genomic DNA (Figs. S5A andS6A). The final GyrA-mCherry reporters were named GMS5 for M. smegmatis and GMT18 for M. tuberculosis. GMT18 was further transformed with a plasmid constitutively expressing GFP, and the final double fluorescent reporter was named GMT18-GFP (Table S1).

MIC assessment by resazurin assay

Secondary cultures were diluted to OD600nm 0.005 using pre-warmed Middlebrook 7H9 medium without detergent, and 100 µL of bacterial suspension were dispensed into a 96-well plate, except the well with the highest concentration of drug to be tested that was filled with 200 µL of cell suspension. The drug was added to this well and then two-fold serially diluted. Plates were incubated at 37 °C for 24 h for M. smegmatis and 7 days for M. tuberculosis, then 10 µL of 0.01% resazurin were added to each well and incubated for 24 h at 37 °C, before visual quantification. The lowest drug concentration causing cell mortality, assessed as blue color, accounted for the MIC.

Microfabrication

The fabrication of the microfluidic devices consisted of the following steps: mask design and printing; wafers fabrication; soft lithography; PDMS layers assembly and PDMS-glass bonding. Masks were designed using AutoCAD 2017, and low-resolution photomasks were printed at Selba S.A. (Data S1).

For each device, two micropatterned silicon wafers were created, one for the flow layer (FL-W) and the second one for the control layer (CL-W). Before coating, standard silicon wafers were dehydrated at 200 °C on a hot plate for 30 min. The FL-W was produced by spin-coating SU8-2025 photoresist onto a wafer at 3000 rpm for 30 sec, to generate a 30-µm thick layer, and soft-backed at 65 °C for 1 min, followed by incubation at 95 °C for 5.5 min. The photoresist was crosslinked under 155 mJ/cm 2 UV light for 11.5 sec, and the wafer backed at 65 °C for 1 min, followed by incubation at 95 °C for 5 min. The wafer was developed by immersion into propylene glycol methyl ether acetate (PGMEA) for 4 minutes and washed with isopropanol. The CL-W was generated by spin-coating the SU8-2100 photoresist onto a standard silicon wafer at 1500 rpm for 30 sec, to generate a 200-µm thick layer, and soft-backed at 65 °C for 5 min, followed by incubation at 95 °C for 20 min. The photoresist was crosslinked under 240 mJ/cm 2 UV light for 21.8 sec, and the wafer backed at 65 °C for 5 min, followed by incubation at 95 °C for 10 min. The wafer was developed by immersion into PGMEA for 15 minutes and washed with isopropanol. The FL-W and CL-W were hard-backed at 180 °C for 2 hours, and silanized with a drop of Trichloro (1H,1H,2H,2H-perfluorooctyl) silane under a vacuum chamber overnight. The height of the microchannels was confirmed using a profilometer DektakXT (Bruker).

The FL-W and CL-W were used as molds for PDMS soft lithography. To promote bonding between the two layers, we used a different amount of cross-linking agent, which diffuses from the layer with the highest concentration to the layer with the lowest concentration. The FL-W was covered with a degassed mixture of 20 g of silicone elastomer SYLGARD 184 (Dow Corning) and 1 g of cross-linking agent (20:1 ratio), spin-coated at 1500 rpm for 60 sec to obtain a 50-µm thick layer, incubated at room temperature for 20 min on a flat surface, and baked at 80 °C for 18 minutes. The CL-W was placed into a square Petri dish and covered with a degassed mixture of 40 g of silicone elastomer and 8 g of crosslinking agent (5:1 ratio), further degassed for 30 min in a vacuum chamber, baked at 60 °C for 30 minutes, and the patterned PDMS area was cut with a blade and gently separated from the mold.

The inlet ports were generated using a biopsy punch (1.0 mm OD, Harris Uni-Core). The PDMS CL was manually aligned with the FL, using the circular chambers in the two layers as references. Metallic connectors (0.8/1.2 mm ID/OD, Phymep) were inserted into the inlet port of the top element. Finally, the merged FL and CL were immersed in a degassed mixture of 30 g of silicone elastomer and 3 g of cross-linking agent (10:1 ratio), placed in a vacuum chamber for 30 min until degassing was completed, and baked at 80 °C overnight. The whole PDMS assembly was gently separated from the FL-W, the metallic connectors were unplugged from the inlet and outlet ports of the CL, and the inlet and outlet ports of the FL were generated with a biopsy punch (1.0 mm OD).

The PDMS assembly was bonded with a glass coverslip by oxygen plasma treatment. For the single-condition device we used a 24 x 50 x 0.175 mm coverslip, and for the 5-condition platform we used a 40 x 60 x 0.175 mm coverslip. Coverslips were cleaned with isopropanol prior to plasma treatment. Both the coverslip and the PDMS assembly, with the microchannels facing upward, were placed inside the plasma chamber. Initially the vacuum was created until 0.1 mbar, then oxygen was injected until a pressure of 0.25 mbar was reached, and the treatment was maintained for 30 sec for the single-condition device, and for 60 sec for the 5-condition device. Upon plasma activation, the PDMS assembly was placed on the coverslip and incubated at 80 °C overnight to complete the bonding. For decontamination, the device was exposed to ozone/UV treatment for 15 min inside a UVO-Cleaner (Jelight) and stored in a sterile 20-mm petri dish.

Characterization of PDMS membrane deformation

The deformation of the PDMS membrane was evaluated in the single-condition device, using a 100 µM solution of fluorescein (FITC) perfused into the FL at 50 mbar, and applying a pressure range from 55 to 80 mbar in the CL with incremental steps of 1 mbar. The FL inlet was connected to the FITC reservoir and the FL outlet to a waste bottle. The CL inlet was connected to a water reservoir, and the CL outlet to a short tubing, which was closed with a plier upon water injection. The pressures in the CL and FL were fine-tuned via a flow controller (Fluigent). FITC fluorescence (Ex 475/28, Em 525/48 nm), 10% T and 10 msec exposure time was acquired from each microchamber at 30 sec intervals, using an inverted DeltaVision Elite Microscope (Leica) equipped with an APOCHROMAT 20x/1.0 air objective (ZEISS) and a high-speed sCMOS camera, 2560 x 2160 pixels, pixel size 6.5 x 6.5 µm, 15-bit, spectral range of 370-1100 nm. Image stacks were analysed on ImageJ 1.53a, tracing a line along the diameter of each microchamber and acquiring the fluorescence intensity over time with the Plot Profile function. The background mean fluorescence intensity was extracted from areas of the device without liquid circulation and subtracted to the microchamber measurements. Fluorescence decrease in the microchambers was considered to be proportional to increasing pressure in the CL.

FITC gradients generation and quantification

Three 125 mL bottles were prepared, two containing 7H9 medium and the third containing a 100 µM FITC solution in 7H9 medium, and were connected to a bidirectional M-switch valve (Fluigent) with 10 inlet and 1 outlet port. One medium and the FITC bottle were connected to two separate inlet ports of the valve, and the outlet port of the valve was connected to the left inlet of the device. The right inlet port of the device was connected to the third bottle of medium. The outlet port of the device was connected to a flowmeter (Fluigent) and then to an empty waste bottle. The switch between conditions was achieved via the ESS Control software (Fluigent). A Tygon tubing was used to connect the CL inlet to a water bottle, and the CL outlet was connected to a short tubing. The three bottles were driven by the first channel (C1) of the flow controller (Fig. 2A). The M-switch was set on medium perfusion mode. The water bottle was driven by the second channel (C2) and the waste by the third channel (C3). The pressure was set at 100 mbar on C1 and C2 and, once the CL and FL were filled with liquids, their outlet tubing was closed with pliers and the pressure was increased to 400 mbar on C1. After 20 min of incubation to remove bubbles, the plier closing the FL outlet was removed. The pressure was set at 100 mbar in C1, 30 mbar in C2, and 20 mbar in C3. Based on the measured flow rate in the FL, the pressure was fine-tuned to 150 µL/h in C1. To verify the formation of different gradient patterns, FITC fluorescence was acquired from each microchamber over time. To generate static gradients (Fig. 3B), 7H9 medium and FITC solution were injected alternately for targeted periods of time by switching the position on the M-switch valve, in the absence of capacitors. To generate pulsing (PK-like) gradients (Fig. 3C), two capacitors were integrated just upstream the inlet ports of the FL. Capacitors were 1-cm Tygon tubing (2 mm ID, BioRad), having Luer connectors on each extremity. The pressure in the FL was fine-tuned to 120 µL/h on 7H9 medium mode. To initiate a single pulse, the M-switch valve was moved to the FITC position for 12 min and switched back to 7H9 medium position for 12h. To generate sequential pulses, the M-switch valve was moved to FITC position for 12 min, switched back to 7H9 medium position for 6h, and then the sequence was repeated. Fluorescence imaging was carried out as described above, and pixel intensity was measured on regions of interest (ROI) of equal size and subtracting the background intensity from areas of the device without liquid circulation.

Device assembly, cell loading and fluids management

To make the PDMS-glass devices suitable for cell loading and tracking by time lapse microscopy, different tubing, interfaces and fittings were prepared and autoclaved prior to final assembly (Fig. S2).

Inlet ports of the FL were used for medium and drug perfusion from the reservoir bottles, which were closed with pressure lids (Fluigent), and the flangeless fittings (IDEX Health & Science) of these lids were connected to 50-cm Teflon tubing. In turn, the inlet ports were connected to 5-cm Tygon tubing (Saint-Gobain), connected to a metallic fitting at the other end. Then Teflon (TFE) and Tygon tubing were joined with a piece of silastic and sealed with PDMS, in the absence or presence of a capacitor. The outlet port of the FL, used both to seed the cell suspension and to drain waste fluid into the waste bottle, was connected to a tripartite tubing as follows. A PVDF Y-connector (Buerkle) was connected to two 10-cm Tygon tubing and one 50-cm Tygon tubing (1.2 mm ID, Saint-Gobain). The Tygon tubing used for cell loading was connected to a female Luer-to-barb connector and to a Luer lock (Cole Parmer). The other Tygon tubing was plugged into the device via a metallic fitting. The longer tubing was connected to a 250 mL waste bottle closed with a pressure lid (Fluigent) via flangeless fittings. A flowmeter (Fluigent) was also integrated between the outlet tubing and the waste bottle, to maintain the flow rate constant.

The inlet port of the CL was connected to a 50-cm Tygon tubing, having a metallic fitting at one end and a flangeless fitting at the other end, plugged into the water reservoir. The outlet port of the CL was connected to a 5-cm Tygon via metallic fitting and closed with a plier.

To load bacterial cells, the outlet tubing was closed with a plier. Exponentially growing cells were disaggregated through a pre-equilibrated 5-µm filter (Merck), and about 400 µL of cell suspension were gently injected into the ad hoc Tygon tubing by hand, using a 1-mL syringe. When loading pathogenic M. tuberculosis cells, 0.2 µm filters were also added at the extremities of the inlet tubing, to prevent the pathogen from coming out of the device during the loading procedure. Next, the device was incubated at room temperature for 10 min. The entire procedure was performed under a class II biosafety cabinet, and the waste bottle was filled up for one fifth with a 2.6% sodium hypochlorite solution. At the end of the incubation period the syringe was unplugged, replaced by the Luer lock, and the junction was sprayed with mycobactericidal disinfectant. Finally, the device was connected to the reservoir and waste bottles and mounted on the microscope stage (Figs. 2A andS2).

To generate the drug gradient, one sterile reservoir bottle was filled with 7H9 medium, the second one with 7H9 medium supplemented with 250 ng/mL of moxifloxacin (5X-MIC). These bottles were connected to the first and second port of an M-switch valve, in turn connected to the inlet port 'c' of the device. The third reservoir bottle was filled with 7H9 medium, and connected to the inlet port 'd' of the device (Fig. 2A). Fluids were controlled from the multi-channel ESS Control software via pressure caps: C1 drove the device inlet of the FL, C2 drove the CL, and C3 drove the device outlet of the FL. After cell seeding, the CL was filled with water at 100 mbar and closed with a plier. The FL was perfused with 7H9 medium at 200 mbar for 20 min and the outlet closed with a plier for other 20 min to degas the pipe. Next, in the single condition device, C1 was set at 60 mbar and C2 was set at 30 mbar, targeting a final flowrate of about 100 µL/h. In the 5-condition platform, C1 was set at 60 mbar and both C2 and C3 were set at 30 mbar, targeting a final flowrate of about 150 µL/h. To inject the drug, the M-switch valve was moved to the second position, and the pressure was set at 60 mbar on C1, 30 mbar on C2, and 20 mbar on C3. At the end of drug injection, the M-switch valve was moved to the initial position.

Time-lapse imaging

The assembled device was mounted on the stage of our inverted DeltaVision Elite Microscope, equipped with a UPLFLN100XO2/PH3/1.30 oil objective (Olympus), using a custom-made metal support (Fig. S3). Exposure conditions for M. smegmatis: phase contrast 100% T, 150 msec; mCherry (Ex 575/25, Em 625/45 nm) 50% T, 150 msec. Exposure conditions for M. tuberculosis: phase contrast 100% T, 150 msec; FITC (Ex 475/28, Em 525/48 nm) 32% T, 10 msec; mCherry (Ex 575/25, Em 625/45 nm) 50% T, 250 msec. In each microchamber between 5 and 30 x,y,z coordinates were recorded, each one containing from 3 to 10 bacilli. The image acquisition rate was set at intervals of 20 or 30 min for M. smegmatis and of 3 h for M. tuberculosis. At the end of the experiment, the entire platform was washed with 2.6% sodium hypochlorite, the device was separated from tubing and discarded into a sharp waste container. The electronic M-switch valve and the flowmeter were extensively washed with 2.6% sodium hypochlorite, 70% ethanol and sterile water for 1 hour. Tubing, fluidic interfaces and fittings were placed into plastic bags, sprayed with mycobactericidal disinfectant and autoclaved. Each experiment was performed at least twice independently.

Microcolony analysis

The growth of individual microcolonies from the single condition device was assessed by manual segmentation over time. The analysis of microcolonies from the 5-condition device was carried out in a semi-automated manner (Fig. S5B and Data S2-S7). Image stacks were separated by channel using a customized macro (Ch-Extraction.ijm). To generate binary masks, a specific fluorescence channel was used: mCherry for M. smegmatis (mCherry-Mask.ijm), and FITC for M. tuberculosis (GFP-Mask.ijm). Images were first smoothed and then the Auto threshold plugin was used to distinguish the foreground from the background pixels. The Huang method (79) was used for the mCherry channel, and the Intermodes method (80) was used for the FITC channel. The binary masks were used to measure area and mean fluorescence from the ROI (ROI-Measure.ijm), and the inverse of the binary masks were used to measure the background fluorescence (BG-Measure.ijm), to be subtracted from the corresponding ROI. Data were saved as .csv files, which were merged and processed, using a customized R script (csv-Management.R). The microcolony coordinates were also recorded from the image metadata files, in order to determine the position relative to the center of the microchamber.

Single-cell analysis

M. tuberculosis single-cell area and mean fluorescence were measured from independent ROI using the Selection Brush Tool and the ROI Manager macro at given time points. In each image, the background mean fluorescence was also measured and subtracted from the fluorescence of individual cells, which were segmented in the corresponding image. M. tuberculosis single-cell counting over time was performed using the Cell Counter plugin, and scoring the total cell count 24 h before drug exposure; dividing cells (alive); lysed cells (dead); GFP-dim cells (likely dead); cells that resumed growth after drug exposure (alive); and non-growing GFP-positive cells (likely viable). Quantified subpopulations were expressed as a function of time and as fractions.

Calculation of parameters

The growth rate of individual microcolonies was measured by nonlinear regression analysis of the area increase as function of time, fitting an exponential growth equation: Y=Y0*exp(k*t), where Y0 is the initial microcolony size (µm 2 ) and k is the rate constant (time -1 ). The doubling time is ln2/k. The AUC and associated parameters were measured based on the highest concentration of moxifloxacin injected, according to the dilution factors assessed from the formation of FITC gradients, and using the MIC concentration (50 ng/mL) as the baseline. Dividing and lysed cells were counted starting from the number of cells 24 h before drug exposure, and progressively adding the number of divisions and subtracting the number of lysis events, obtaining the total count throughout the experiment. Next, the number of division events was divided by the cell count at each time point and by the image acquisition time frequency, obtaining the division rate per hour. The relative IC50 was computed from the fraction of viable cells at different moxifloxacin doses, by interpolating a four-parameter dose-response curve according to the variable-slope model. We considered viable those cells that were non-growing but GFP positive and those that resumed growth.

Statistical Analysis

Plots and statistical analyses were generated using Prism 9 (GraphPad). One-way ANOVA and multiple comparisons tests were used to assess significant differences within datasets containing more than two groups. Linear relationship between x,y datasets was determined by computing the Pearson correlation coefficient. Plots include datasets derived from at least two independent experimental replicates. N values, P values and specific statistical tests are indicated in each legend. [START_REF] Manina | Single-cell analysis of mycobacteria using microfluidics and time-lapse microscopy[END_REF]. Black lines indicate mean ± SD (33 ≤ N ≤ 39, from three independent experiments). No significant difference is found between microcolonies growing in independent chambers, by one-way ANOVA. (G) Pearson correlation between M. smegmatis microcolony grow rate as a function of its position in the culture chamber. The absence of correlation suggests that bacteria behave similarly at different locations within the two-dimensional growth area. The microfluidic device is decontaminated by UV and ozone treatment, and disposed after use. (B) Priming of the different components of the five-condition platform is carried out under a class II biosafety cabinet. To prevent air accumulation in the fluidics, medium and drug bottle reservoirs and tubing are pre-filled by manually pushing air from 10 mL syringes into bottles closed with a cap having two ports. One medium bottle and the drug bottle are connected to the M-switch valve (Fluigent), in turn connected to the tubing with the capacitor. The second medium bottle is connected to a separate tubing with the second capacitor. Capacitors are 1 cm long Tygon tubing with an inner diameter of 2 mm and are connected via Luer fittings on each extremity. The whole tubing network is filled with medium. For loading bacteria, the inlet ports of the device are plugged with Tygon tubing through two metal connectors. The bacterial suspension contained in a syringe is loaded through the outlet port via a secondary tubing and leaving the primary outlet tubing clamped with a binder clip. Next, water is manually perfused into the inlet of the CL, after closing the CL outlet with a binder clip. Numbers indicate consecutive actions. (C) Final assembly of the five-condition platform. After 10 min of incubation, the syringe containing the bacterial suspension is removed, and the secondary outlet tubing closed with a binder clip, disinfected, closed with a Luer lock and disinfected again. The bottle reservoirs are connected to the inlet ports of the device, and the outlet tubing is connected to the flowmeter (Fluigent) and to the sealed waste, after removing the binder clip. The system assembly is ready to be connected to the flow controller and to be mounted on the microscope stage. 
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 2 Fig. 2. Five-condition platform set-up and validation. (A) Schematic of the five-condition microfluidic device connected to a multi-channel microfluidic flow controller (Fluigent). The first channel is connected to three independent reservoirs, in turn connected to a software-controlled bidirectional position valve to switch between conditions. The reservoirs are connected to two inlet ports (c and d) of the FL (yellow pattern), and two capacitors (gray cylinders) are integrated upstream of the inlet ports. A software-driven flowmeter is integrated downstream the outlet port of the FL (e), which flows into a sealed trash. The outlet tubing is bifurcated via a Y-connector, for bacteria injection. The second channel is connected to the water reservoir, which actuates the membrane from the CL (blue pattern). Filters (0.2 µm) are used at the entry of reservoir and waste bottles to prevent contamination of both fluidics and environment. (B and C) Representative phase-contrast time-lapse image series of exponentially growing M. smegmatis (B) and M. tuberculosis (C) inside the five-condition device. Cells were imaged at 20-min (B) or 3-h intervals (C), and numbers represent hours. Scale bars, 10 µm. (D and E) Microcolony growth rates of M. smegmatis (D) and M. tuberculosis (E) growing inside different chambers of the five-condition device, and compared to our CT device (44). Black lines indicate mean ± SD (15 ≤ N ≤ 60, from at least two independent experiments per strain). No significant difference is found by one-way ANOVA followed by Kruskal-Wallis multiple comparisons test.

Fig. 3 .

 3 Fig. 3. Characterization of gradient formation in the five-condition device. (A) Picture of the fivecondition device filled with dyes from two separate inlet ports (IN1 and IN2) of the FL, in the absence of CL. Blue and yellow dyes form a color gradient in the dilution tree, via serpentine mixers (M), reach five independent groups of four chambers (C1 to C5), and flow into a common outlet (OUT). Scale bar, 10 mm. (B and C) Formation of gradients through progressive mixing of a FITC solution (100 µM) injected into IN1 with a non-fluorescent solution injected into IN2. Mean fluorescence is measured from each culture chamber. Steady (B) and pulsing (C) gradient patterns of different duration are shown. Filled lines and error bars indicate mean ± SEM (N = 2 or 4). Colors indicate different groups of chambers, color coded as in A.

Fig. 4 .

 4 Fig. 4. Effect of a pulsing moxifloxacin gradient on M. smegmatis GyrA-mCherry reporter. (A and B) Time-lapse microscopy of exponentially growing M. smegmatis seeded into the five-condition device and stressed with a pulsing gradient of moxifloxacin. Time-lapse image series representative of each chamber group (A). Phase-contrast and fluorescence images were acquired every 20 min and numbers represent hours. Scale bar, 10 µm. Absence of drug is unlabeled and circles indicate the presence of different drug concentrations, color-coded in (B). Concentrations shown in the inset relative to the MIC (dashed line) refer to the peak concentration reached during moxifloxacin exposure, according to the dilution factors measured in Fig. 3C. (C and D) Normalized microcolony area (C) and GyrA-mCherry fluorescence (D). Gray shading indicates drug exposure period. Lines and error bars are color-coded as in (B) and represent mean ± SEM (10 ≤ N ≤ 42 microcolonies, from three independent experiments). Significance by 2-way ANOVA followed by Dunnett's multiple comparisons test: ***P = 0.0005; ****P < 0.0001. (E) Microcolony growth rates measured for each condition color-coded as in (B), during different experimental phases, before (pre-drug), during (drug) and after moxifloxacin exposure (recovery). Lines and error bars represent mean ± SD (10 ≤ N ≤ 42). Significance by one-way ANOVA

Fig. 5 .

 5 Fig. 5. Effect of a static moxifloxacin gradient on single M. tuberculosis GFPcyt_GyrA-mCherry cells. (A) Assessment of M. tuberculosis GFPcyt_GyrA-mCherry growth during multi-phasic time-lapse microscopy. Number of bacilli (left panel) and cell division rates (right panel) in different chamber groups of the five-condition device before, during and after moxifloxacin exposure (gray shadings). Lines and error bars represent mean ± SEM (279 ≤ N ≤ 842 bacilli, from two independent experiments). Colors refer to the concentration of moxifloxacin used in each chambers group relative to the MIC (50 ng/mL) according to the dilution factors measured in Fig. 3B, as denoted in the inset. In the absence of drug (blue lines), cell count stops earlier due to excessive growth. (B, E and H) Single-cell size (B), GFPcyt (E) and GyrA-mCherry (H) fluorescence at different experimental time points just before (Pre) and just after (Post) treatment, and at the end of the recovery period (End). Black lines indicate mean ± SD (253 ≤ N ≤ 308 bacilli, from two independent experiments). Significance by one-way ANOVA followed by Kruskal-Wallis multiple comparisons test: *P = 0.05; **P < 0.005; ***P < 0.0008; ****P < 0.0001. (C and D) Fractions of subpopulations over time displaying bright GFPcyt (C) or dim GFPcyt (D) fluorescence. Gray shadings represent the period of drug exposure. Lines and error bars represent mean ± SEM (222 ≤ N ≤ 1327 bacilli, from two independent experiments). Significance by two-way ANOVA followed by Tukey's multiple comparisons test: **P = 0.006; ****P < 0.0001. (F) Fractions of subpopulation fates at different drug concentrations (295 ≤ N ≤ 1327, from two independent experiments). (G) Cumulative fraction of survivors (regrowing and intact GFPcyt-bright) at the end of the recovery period as a function of moxifloxacin concentration. Symbols and error bars represent mean ± 95% CI (295 ≤ N ≤ 1327, from two independent experiments). Black line represents fitting of the data with a four-parameter dose-response curve: R 2 = 0.88; d.f. 98. The IC50 value is shown (dashed lines).

Fig. S2 .

 S2 Fig. S2. Preparation and assembly of the five-condition platform. (A) Decontamination of the different components of the five-condition platform. The color of the tubing distinguishes the application: culture medium in the FL (yellow); culture medium containing the highest drug concentration in the FL (red); water in the CL (blue). Materials constituting the different components are indicated. Cured PDMS is used to seal critical connections between tubing. Dashed lines separate different decontamination methods. Except for bottles, tubing and connectors, all other components are not autoclavable. Electronic systems (Fluigent) are perfused with 0.5% bleach, followed by 70% alcohol and sterile deionized water.

Fig. S3 .

 S3 Fig. S3. Mounting of the 5-condition device. (A) Schematic of the metal and acrylic holders used to mount the five-condition device on the microscope stage. Circular holes are used to secure the system with plastic screws. Numbers indicate dimensions in millimeters. (B). Picture of the microscope stage with the fivecondition device fixed with metal clips and tape. Scale bar, 10 mm.

Fig. S4 .

 S4 Fig. S4. Generation of a static linear concentration gradient and PK parameters. (A) Representative images of serpentine junctions and exits and of the microchambers, overlaid on the plan of the 5-condition device, during steady-state injection of a FITC solution (100 µM) into the left inlet-port and of 7H9 into the right inlet-port, at a flow rate of 120 µL/h. The dilution rates shown in the figure are the theoretical ones, derived from the assumption of a linear gradient. Bright field and fluorescence images are merged. Microchannels thickness, 0.3 mm, and microchambers diameter, 1 mm. (B) Schematic of a theoretical drug PK profile, indicating MIC; peak plasma concentration (Cmax); time to reach the Cmax (tmax); area under the curve (AUC); and time over the MIC (T > MIC).

Fig

  Fig. S5. GyrA-mCherry reporter construction and image analysis workflow. (A) Schematic of DNA gyrase encoding operon in M. smegmatis mc 2 155 genome, with mCherry gene (magenta arrow) inserted in frame, just upstream of gyrA stop codon. Blue arrows represent the primers used for PCR analysis, to check mCherry chromosomal insertion. Expected amplicon sizes are indicated in the table for wild type (WT) and reporter (R) strains, and shown in a 1% agarose gel. (B) Data analysis diagram separated into three steps: i. Extraction of image stacks from time-lapse movies, creation of masks and microcolony data extraction from ROI and inverted ROI (five ImageJ macros, lavender box); ii. Extraction of .csv files containing microcolony-derived parameters over time (area, mean fluorescence and standard deviation of fluorescence) and corresponding background measurement for each image (one R script, gray box); iii. Removal of values from out-of-focus images, data processing, statistical analysis and data visualization (Excel and GraphPad Prism, yellow box).

Fig

  Fig. S6. Multi-condition and multi-phasic time-lapse microscopy of M. tuberculosis GFPcyt_GyrA-mCherry reporter. (A) Schematic of DNA gyrase encoding operon in M. tuberculosis Erdman genome, with mCherry gene (magenta arrow) inserted in frame, just upstream of gyrA stop codon. Green color indicates constitutive expression of a green fluorescent marker in the cytosol (GFPcyt). Blue arrows represent the primers used for PCR analysis, to check mCherry chromosomal insertion. Expected amplicon sizes are indicated in the table for wild type (WT) and reporter (R) strains, and shown in a 1% agarose gel. (B) Time-lapse image series of exponentially growing M. tuberculosis seeded into the five-condition device and stressed with a stable gradient of moxifloxacin. Each row is representative of a chamber group: absence of drug is unlabeled and colored circles indicate different moxifloxacin concentrations (purple: 62.5 ng/mL; pink: 120 ng/mL; red: 180 ng/mL; yellow: 250 ng/mL), according to the dilution factors measured in Fig. 3B. Phase-contrast and fluorescence channels are merged. Images were acquired every 3 hours and numbers represent days. Scale bar, 5 µm. (C) Normalized microcolony GFPcyt (green) and GyrA-mCherry (magenta) fluorescence during time-lapse microscopy. Datasets are expressed as mean ± SD (13 ≤ N ≤ 45 microcolonies, from two independent experiments). Concentrations (gray shadings) are relative to the MIC (50 ng/mL).

  

Table S1 . Strains, plasmids and primers used in this study.

 S1 Resistance markers are indicated and restriction sites are bolded.

	REAGENT	SOURCE	IDENTIFIER
	Bacterial strains		
	Escherichia coli DH5a	Invitrogen	Cat#12297016
	Escherichia coli TOP10	ThermoFisher	Cat#C404010
	Mycobacterium smegmatis mc 2 155	Lab collection	ATCC ® 700084
	Mycobacterium tuberculosis Erdman	Lab collection	ATCC ® 35801
	Mycobacterium smegmatis mc 2 155_pGM235	This paper	GMS5
	Mycobacterium tuberculosis Erdman_pGM234	This paper	GMT18
	GMT18_pND235	This paper	GMT18-GFP
	Plasmids		
	pCR2.1-TOPO TA cloning plasmid, Amp R , Km R	Invitrogen	pCR2.1-TOPO
	pJG1100 -Suicide vector expressing Km R , Hyg R resistance cassettes and sacB marker	Lab collection	pJG1100
	pBS34, containing mCherry, Km R	A gift from Eric Muller (81)	Addgene_83796
	pJG1100-based vector for chromosomal knock-in of linker-mCherry in frame with gyrA (rv0006)	This paper	pGM234
	pJG1100-based vector for chromosomal knock-in of linker-mCherry in frame with gyrA (MSMEG_0006)	This paper	pGM235
	pND200 expressing GFP from UV15 strong promoter, Km R	Lab collection	pND235
	Primers		
	Cloning, linker-mCherry-for		
	5'TGCCTAGGGGTAGCGGCAGCGGTAGCGTGAGCAAGG	Microsynth	#1495386
	GCGAGGAGGATAAC3'		
	Cloning, mCherry-rev		
	5'ATGTTAACTTACTTGTACAGCTCGTCCATG	Microsynth	#1429770
	CC3'		
	Cloning, MSMEG_0006 (gyrA) UPR-for 5'GCTTAATTAATGCGGGAAGGCGACGAACTGG3'	Microsynth	#1676562
	Cloning, MSMEG_0006 (gyrA) UPR-rev 5'AGCCTAGGCGCCTCGGGTGACTCGGCGGT3'	Microsynth	#1676563
	Cloning, MSMEG_0006 (gyrA) DNR-for 5'CTGTTAACTGGAAACGCTGAGGTCCCCGA3'	Microsynth	#1676564
	Cloning, MSMEG_0006 (gyrA) DNR-rev 5'ATGGCGCGCCACGCCACGGCGATCATCCATA3'	Microsynth	#1676565
	CT1_KI_Msm_for 5'GACTTCGACTCCAACCGCTCC3'	Microsynth	#1692255
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Supplementary Figures

Movies

Movie S1. PDMS membrane actuation. Representative movie of a microfluidic chamber, perfused with a FITC solution (100 µM), obtained with the ImageJ plugin Stack 3D Surface Plot. Fluorescence inside and outside the microchamber was acquired at constant flow in the FL (150 µL/h) and at incremental pressure steps in the CL, and was represented by a heatmap as a function of the microchamber size. Decreasing fluorescence represents lowering of the PDMS membrane.

Movie S2. Combined time-lapse microscopy of M. smegmatis GyrA-mCherry reporter treated with a pulsing gradient of moxifloxacin. Representative movies of exponentially growing bacteria seeded into different microchambers of the 5-condition platform. Bacteria were first grown in fresh 7H9 medium for 6 hours, then one microchamber (left side) was left without drug and the other four microchambers were perfused with different pulsing concentrations of moxifloxacin (Moxi) for 12 hours. The peak concentrations are expressed relative to the MIC (50 ng/mL). Finally, fresh 7H9 medium was perfused everywhere for 6 hours. Images were recorded every 20 minutes (10 fps). GyrA-mCherry (magenta) and phase contrast (blue) channels are merged. Time in minutes and drug concentrations are indicated. Scale bar, 10 µm.

Movie S3. Combined time-lapse microscopy of M. tuberculosis

GFPcyt_GyrA-mCherry reporter treated with a static gradient of moxifloxacin. Representative movies of exponentially growing bacilli seeded into different microchambers of the 5-condition platform. Bacilli were first grown in fresh 7H9 medium for 5 days, then one microchamber (left side) was left without drug and the other four microchambers were perfused with different concentrations of moxifloxacin (Moxi) relative to the MIC (50 ng/mL) for 2 days. Finally, fresh 7H9 medium was perfused everywhere for 3 days. Images were recorded every 3 hours (10 fps). Constitutive GFPcyt (green), GyrA-mCherry (magenta) fluorescence and phase contrast (blue) channels are merged. Time in hours and drug concentrations are indicated. Scale bar, 5 µm. 
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